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Abstract: We have successfully developed a surface plasmon resonance (SPR) measurement 
system for the on-site immunoassay of real samples. The system is composed of a portable 
SPR instrument (290 mm(W) x 160mm(D) x 120 mm(H)) and a micro fluidic immunoassay 
chip (16 mm(W) x 16 mm(D) x 4 mm(H)) that needs no external pump system. An 
integrated vertical capillary tube functions as a large volume (150 uL ) passive pump and 
a waste reservoir that has sufficient capacity for several refill operations. An immunoassay 
was carried out that employed the direct injection of a buffer and a test sample in sequence 
into a micro fluidic chip that included 9 antibody bands and 10 reference reagent bands 
immobilized in the flow channel. By subtracting a reliable averaged reference sensorgram 
from the antibody, we effectively reduced the influence of the non-specific binding, and 
then our chip successfully detected the specific binding of spiked IgG in non-homogeneous 
milk. IgG is a model antigen that is certain not to be present in non-homogeneous milk, 
and non-homogeneous milk is a model of real sample that includes many interfering foreign 
substances that induce non-specific binding. The direct injection of a real sample with no 
pretreatment enabled us to complete the entire immunoassay in several minutes. This ease 
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of operation and short measuring time are acceptable for on-site agricultural, environmental 
and medical testing. 

Keywords: SPR; immunoassay; raw sample; on-site; passive pump; microfluidics 



1. Introduction 

The on-site immunoassay of real samples is expected in various fields such as medicine, 
healthcare [1-4], food analysis [5], and environmental analysis [6-9]. A surface plasmon resonance 
measurement system is often used in immunoassays because of its high sensitivity combined with a 
simple method [10-19]. We have developed a portable SPR measurement system. The combination of a 
portable SPR measurement system and a microfluidic device is one way to achieve on-site immunoassays 
without the complex pretreatment of real samples [20] . 

The microfluidic device has been applied to immunoassay analysis [21] and will be a powerful tool 
for the SPR measurement of real samples. Since the sensitivity of SPR measurement is highest at the 
surface, a flow is effective in reducing confusing signals caused by impurity sedimentation. 

However, the use of an external conventional pump system has many disadvantages including a 
large dead volume, a troublesome tube connection, and the need to wash the pump system after every 
measurement. These difficulties are fatal for on-site measurement. 

Although flow cells incorporating a mechanical micro-pump have been studied using MEMS 
technology [22-27], these cells appear to be too expensive to apply to immunoassay in the fields 
of healthcare or food analysis where many tests must be processed. In these fields, devices that 
come into contact with real samples are expected to be single-use to eliminate the possibility of cross 
contamination. An inexpensive and mass-producible micro-pump system [28,29] is clearly needed for 
real sample immunoassays. 

A micro-pump system driven by capillary force is the simplest and has been widely studied for many 
applications [30-35]. However the single capillary is limited in terms of flow volume and flow rate. The 
velocity of liquid front under its own capillary pressure is inversely proportional to the length already 
filled with liquid [36]. 

Many previous studies whose goals were to increase the total flow volume and prevent any reduction 
in the flow rate were undertaken by making the inside wall of a flow cell geometrically complex to 
increase the area in contact with the liquid sample [37,38]. These structures, where the cavity has many 
built-in pillars or many branched micro-trenches, are fabricated using lithographic techniques. The flow 
volume of flow cells including these structures as passive pumps were limited because of their two 
dimensional structure. The passive pumps of integrated capillaries, which are formed in the thickness 
direction of the substrate, are expected to have a large flow volume despite their small footprint. 

In this work, we developed an immunoassay chip that includes a passive flow function driven by the 
capillary force of integrated vertical capillaries and demonstrated an SPR immunoassay using model 
antigen- spiked non-homogenized milk as an example of a real sample. Our final goal is to achieve 
on-site immunoassay at milking stations to make it possible to detect antigens related to fast-spreading 
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infectious diseases. The approach would help minimize economic damage to dairy farms by facilitating 
quick decisions regarding the suitable treatment or isolation of affected cows. For this purpose we must 
prepare a ready-to-use measurement chip that enables the on-site assay of a raw milk sample to be 
completed in several minutes, which reflects the typical total time needed to milk a cow. In this paper, 
we investigated the detection performance of our sensor chip using a model antigen (human IgG) that 
did not exist in the raw milk we used, which included many kinds of foreign substances without any 
sample pre-treatment. 

2. Experimental 

2.1. Instrument, Materials and Reagents 

A portable SPR instrument (290 mm(W) x 160 mm(D) x 120 mm(H)), (Smart SPR SS-1001, NTT 
Advanced Technology, Japan) (Figure 1(E)) and a homegrown control and data acquisition program 
coded with Lab VIEW (National Instrument, Japan) was used for measurement. The SPR instrument had 
a Kretschmann type optical configuration (Figure 1(F)). The sensing area (4.5 mm x 0.3 mm) is located 
on a center of focused line of a cylindrical prism (BK7, 1.51 refractive index). The incident light was 
770 nm wavelength from LED. A CCD (480 x 640 pixels) camera detected the reflection intensity with 
a resolution of 4.5 mm/480 pixels along the sensing line and a reflection angle of 10 degrees/640 pixels 
(Figure 1(G)). The CCD output was transferred to a laptop PC (ThinkPad T7500, Lenovo Japan, Japan) 
through a gigabit Ethernet cable with a 20 millisecond interval and was averaged every second. We 
thus obtained the reflection intensity minimum, SPR angle, by employing the ordinary centroid curve 
fitting program. 

Clear and black acrylic resin plates were purchased from Mitsubishi Rayon Co. Ltd., (Japan), and 
Sumitomo Chemical Co. Ltd., (Japan), respectively. Double-sided adhesive films (TL470S 75 um 
thickness) and (PTT25, 50 um thickness), were supplied by Lintec Corporation, (Japan) and Kimoto 
Co. Ltd. (Japan), respectively. 

Human IgG (14506), anti human IgG (13382), and anti protein A (P3775) were obtained from Sigma 
Aldrich, Co., (MO, USA). Rabbit anti SPEC (Streptococcal Pyrogenic Exotoxin C) (R5V153-754) 
and sheep anti Staphylococcal alpha Hemolysin (S5V156-754) were purchased from Meridian Life 
Science, (ME, USA). Rabbit polyclonal to Streptococcal Pyrogenic Exotoxin B (anti SPEB) (ab53403) 
and mouse monoclonal to streptolysin (ab23501) were purchased from Abeam pic. (UK). Mouse 
anti SED (Staphylococcus aureus Enterotoxin D) (BM1327) was purchased from Acris Antibodies 
GmbH, (Germany). Bovine prothrombin (enzyme) (CP3049U) was purchased from Fitzgerald Industries 
International (MA, USA). Mouse anti Staphylococcus Enterotoxin B, C2, D (anti SEB), ( FU84002206) 
was purchased from Funakoshi Co., Ltd., (Japan). Blocking reagent (Block Ace) was purchased from DS 
Pharma Biomedical Co., Ltd. (Japan). Phosphate-buffered saline (PBS) was obtained from Invitrogen 
Co., (CA, USA). Non-homogenized milk was supplied by Kisuki Nyugyo Co. (Japan). Homogenized 
milk was supplied by Meiji Nyugyo Co. (Japan). 
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Figure 1. Structure of microfluidic chip for SPR measurement composed of integrated 
vertical capillary enclosure made of clear acrylic resin (A), thin plastic flow channel film (B), 
gold/titanium sputtered substrate with immobilized antibodies and enzyme in band array 
configuration (C), and photograph of finished product (D). The chip is mounted on a portable 
SPR instrument and sample liquid is injected with pipette (E). Schematic diagram of the 
portable SPR instrument, (F). Optical configuration at the interface of the instrument and the 
sensor chip, (G). 
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2.2. Chip Design and Fabrication 

Figure 1 shows the structure of an immunoassay chip developed for SPR measurement. The 
chip has three parts, an acrylic resin enclosure (2 or 3 mm thickness) (Figure 1(A)) with integrated 
capillary tubes and an inlet hole, a thin plastic two-sided adhesive film (0.05 or 0.075 mm thickness) 
(Figure 1(B)), which is opened along a flow line, and a gold/titanium sputtered optically transparent 
substrate (1 mm thick) with several kinds of immobilized antibody and enzyme in a band array 
configuration (Figure 1(C)). The top acrylic resin part was fabricated with a C0 2 laser cutting-machine 
(VL 200, Universal Laser Systems Inc, AZ, USA) from a large acrylic resin base plate. The integrated 
capillary tubes and inlet hole (3 mm diameter) were opened along the thickness direction and the lengths 
of all the capillary tubes and the inlet hole were the same as the thickness of the base plate. It took a few 
minutes to complete the enclosure part. The designed radius of the capillary was 0. 1 mm. The distance 
between adjacent capillary centers was 0.36 mm. The number of capillaries and the total capacity of 
the integrated capillaries are summarized in Table 1 . Our fluidic chip was designed for single-use. The 
vertical capillary tubes function as a passive pump and a waste reservoir. Therefore, there is no outlet on 
our fluidic chip. 
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Table 1. Geometric parameters of integrated capillary tubes and total flow volumes. The 
designed radius and center distance were 0.1 and 0.36 mm, respectively. The flow volume is 
the calculated value. 



Radius(mm) 


Number 


Height(mm) 


Film Thickness(um) 


Flow Volume(uL) 


Note 


0.12 


468 


2 


50 


47.8 


chipl clear 


0.12 


870 


3 


50 


123.5 


chip2 clear 


0.136 


816 


3 


75 


150.5 


chip3 black 



The flow channel was fabricated from double-sided adhesive film and using a mechanical cutting 
plotter (CG60ST Mimaki Engineering Co., Ltd., Japan). The center flow channel (0.9 mm wide) 
branched to the left and right compartments (See Figure 1(B)). Both compartments and the branching 
node were connected with the bottoms of the integrated capillaries. The upstream center flow channel 
was located at the bottom of inlet. 

This special shape of flow channel has an advantage for the beneficial use of the limited footprint of 
the sensor chip, whose sensing area must be arranged at the center of the chip with top priority. 

The biologically sensitive material (ligand, antibody and enzyme) and blocking reagent were 
diluted with ion-exchanged water and immobilized on the gold surface of the substrate in band 
array configuration using the spotter (Nano-Plotter 2.1, Gesim mbH, Germany). Each band was 
0.2 mm x 0.44 mm in size and was arranged in parallel with the band center distance of 0.25 mm 
within SPR sensing area. There were 19 bands: 9 ligand bands and 10 reference bands (blocking 
reagent). The reference bands were arranged on both sides of the ligand bands. After washing the gold 
surface including the spot area in running water to remove excessive sediment from the gold surface, 
it was exposed to blocking solution (2% blocking reagent diluted with water) for 20 min to reduce the 
contribution of the non-specific binding effect. The gold surface was again washed in running water 
and then air-dried. Blocking the non-specific binding reaction is indispensable in immunoassays in 
order to reduce background noise. In addition, the use of the flow method in immunoassays is effective 
in increasing the signal of the specific binding reaction caused by the quick supply of antigens and is 
effective in reducing the background noise caused by impurity sedimentation in real samples. 

The three parts were assembled using a custom-made alignment jig. The chip size was 16 mm 
(W) x 16 mm (D) x 3 or 4 mm (H). The final product (Figure 1(E)) was packaged in an aluminum 
sealing bag with a desiccating agent and stored in a refrigerator until the measurement was performed 
(within two weeks). 

2.3. Measurement 

After mounting the measurement chip on the SPR instrument, the sample solution was injected 
through an inlet hole with a pipette. The diameter of the inlet hole was 3 mm and it was 2 or 3 mm 
high, and the pipetting volumes were less than 14 and 21 uL, respectively. Because the total capacity of 
the integrated capillary was larger than that of the inlet, if the volume of the sample solution was larger 
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than the capacity of the inlet hole, the solution was divided and injected several times according to the 
requirements of the experiment. 

3. Results and Discussion 

3.1. Flow Characteristics 

Figure 2 shows the results of flow rate measurements of chips 1 and 2 listed in Table 1 . The flow 
rate was obtained by measuring the time taken for 10 uL of liquid to run off from the inlet. PBS and 
homogenized milk were injected alternately for both chips. 

Figure 2. Flow rate distributions of passive fluidic chips calculated from the run-off time of 
10 uL injections into the inlet. The run-off time was measured by observing the bottom of 
the inlet. 
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The liquid flow rates were approximately the same for both chips except for the initial and final 
injections. The flow rate of milk was slower than that of PBS because milk is more viscous than PBS. 
The total flow volume of chips 1 and 2 were evaluated from the number of injections and were 60 and 
110 uL, respectively. These values were approximately equal to the calculated values listed in Table 1, 
and include the capacity of the thin layer region surrounded by adhesive film. 

The driving force of the flow for the fluidic chip is the capillary pressure at the liquid front, 
which depends on the geometrical configuration. Our fluidic chip is constructed using two basic 
three-dimensional shapes, namely, a cylinder (inlet hole, micro capillary tube) and a cuboid (center 
flow channel, flow channel below capillary tubes, namely a junction zone). The capillary pressures at 
the inlet, Pi n i e t, the cuboid center channel, P cc , the junction zone located near the outlet of the center 
channel, Pj ZCC , and the micro capillary, P mcap i, are expressed as below [36,39]. 



inlet 
P 

- 1 rr 



JZCC 



P 



mcapt 



-27 cos0(l/r in/et ) 
-27 cos9(l/d + l/w) 
-27 cos 9(1 /d+ l/w jz ) 
-27 cos6»(l/r mcapi ) 



(1) 
(2) 
(3) 
(4) 



where, d, w, Wj Z , r in i et and r mcapi are the depth and width of the center channel, the width of the junction 
zone, and the radii of the inlet and the micro capillary, respectively. 7 is the surface tension. Here, for 
simplicity, all the contact angles were set at the same value, 9. 
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The relationships between the capillary pressures of our fluidic chip were designed using the 
geometrical parameters (d, w, Wj Z , r in i et , r mcapi ), to satisfy the inequality expression below, 

Pec *^ Pjzcc *^ P-mcapi *^ Pinlet (5) 

Even if the refill operations were repeated many times, the center channel was always full of fluid, 
because the absolute value of the capillary pressure at the center channel P cc was the largest. The ability 
to perform repeated refill operations without drying is an advantage for the immunoassay of a desiccated 
chip as described later. 

3.2. Ligand Patterning 

Figure 3 shows a photograph of spotted antibodies, an enzyme and a blocking reagent. The 
abbreviations for these materials are listed to the right of the photograph with a reference number that is 
used in the following discussions. All the spots had a band configuration that was realized by connecting 
a few droplets in a line. The bandwidth, length, and distance between band centers were, 0.20, 0.44 and 
0.25 mm, respectively. All the bands were arranged in parallel without any crossing. The liquid will 
flow above these bands in an orthogonal direction, which is from the top to the bottom of the picture. 

Figure 3. Photograph of spotted antibodies and enzyme in a band array structure (center), 
their abbreviations (right) and the SPR signal at the center of each band (left). The blocking 
reagent (Block Ace) was spotted on both sides of the antibodies and enzyme as a reference 
in difference sensorgrams. 
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This photograph was taken after all bands had been dried. The odd numbered bands were all a 
blocking reagent and they were used as references in the SPR measurements discussed later. The spot 
patterns of the blocking reagent were all similar and clear edges can be seen. On the other hand, the 
antibodies and enzyme had individual patterns. Although bands 2 and 14 were unclear, they were 
certainly spotted as evidenced by the SPR signal shown on the left side of the picture. This SPR signal 
was measured with the center channel filled with blocking reagent. The vertical axis corresponds to the 
position along the center flow channel and the horizontal axis corresponds to the refractive index. 

After spotting, the substrate surface was washed with running water and exposed to blocking reagent. 
At this point, all the band images of the ligands and blocking reagents disappeared from the microscope 
view. However in the SPR view, clear trapezoids could be seen at exactly the position of spotting except 
for bands 4, 6 and 16. Some possibilities were considered for this disappearance from the SPR signal. 
Either these antibodies were completely removed during the post process of spotting, or these antibodies 
had the same refractive indexes and adsorbed the same amount as the blocking reagent employed in the 
post process. Further experiments are needed to overcome this problem. Nevertheless, we were able to 
confirm that a sufficient amount of ligands was immobilized on the substrate for our further experiment. 

3.3. SPR Sensorgram 

Figure 4 is one example of the result of an SPR immunoassay of 10 ug/mL human IgG (14506) in 
non-homogenized milk. In all the following experiments, black chips (chip 3) were used to reduce the 
affect of stray light caused by fluctuations in the outside light intensity during the pipetting operation 
above the chip. 

Figure 4. Immunoassay analysis of spiked IgG in non-homogenized milk using a portable 
SPR instrument and a microti uidic chip. The selected raw sensorgrams A and their difference 
sensorgrams B. The selected sensorgrams are measured at the specific antibody of the target 
antigen: anti human IgG (12:13382), the non-specific antibody of the target antigen: anti 
Staphylococcal alpha Hemolysin (14:S5V156-754), and their references on both sides. Each 
difference sensorgram is obtained by subtracting an average reference sensorgram from that 
of the antibody. An average reference sensorgram is the average of reference sensorgrams 
located on either side of the antigen. 
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SPR sensorgrams were obtained by selecting CCD pixels from 480 pixels by adjusting to the region 
of interest. There were 19 bands in the chip and sensorgrams were obtained at the center position of each 
band as a representative value. This is because the center position of each band seems to be stable and 
reliable as can be seen in left graph of Figure 3. For example, all the blocking reagent bands have rabbit 
ears with different heights. 

Figure 4(A) shows the raw response of bands 11 to 15. The flow operation of a SPR sensorgram of a 
real sample (non-homogenized milk) was two-step injected into the inlet hole using a pipette. The first 
injection was 4 uL of 10% of blocking reagent. The second injection was an actual sample, IgG spiked 
non-homogenized milk. The first injection of 4 uL is too small to produce sufficient flow. This blocking 
reagent solution filled and remained in the center channel and a partial region of the junction zone. This 
state is very stable because the absolute value of the capillary pressure at the center channel is the largest 
in our chip as described above (Equation (5)). We waited 300 s in this state and then injected the IgG 
spiked non-homogenized milk. This waiting time was considered enough for the activation of the dried 
antibodies, enzyme and blocking reagent. 

The SPR instrument started recording 60 s before the milk injection. All the sensorgrams in 
Figure 4(A) show large steps at 60 s, caused by the refractive index change of bulk solution from the 
blocking reagent to the IgG spiked non-homogenized milk. The observation of these large steps indicates 
that the interfacial boundary of the two liquids was clear in the sensing region. This provides excellent 
conditions for the estimation of the analyte concentration for comparison with the adsorption curve based 
on concentration change according to the step function. The sensorgrams of the blocking reagent band 
(11, 13, 15) have almost the same profile over the entire time region. 

On the other hand, those of the antibody (12:13382, 14:S5V156-754) bands have similar profiles to 
the blocking reagent band but their absolute values were different. The similarity of the sensorgrams of 
blocking reagent bands means that these bands are suitable for reference use. The differences between 
the absolute values of these antigens were reflected in their original characteristics, namely, the amount 
of immobilized antibodies and their refractive indexes. 

A small profile difference can be seen between sensorgrams 12 and 14 within 60 s of the milk 
injection. This difference can be clearly seen in Figure 4(B) in the reference subtracted sensorgrams, 
12' and 14'. 12' is the result of the subtraction of the average of 11 and 13 from 12, and 14' is that of 
the subtraction of the average of 13 and 15 from 14. 

The shape of sensorgram 12' is a typical adsorption curve based on an antigen- antibody (I4506-I3382) 
reaction. All other antibody and enzyme bands were similar to 14' (not shown in the figure) and to no 
adsorption curves. 

A small unexpected peak was observed at 120 s in each sensorgram as shown in Figure 4(A). The 
origin of the small peak appears to be a large particle approaching the antibodies and blocking reagent 
bands. However this unexpected signal was successfully removed from the subtracted sensorgrams. This 
good ability to remove nonessential signals caused by, for example, non-specific adsorption, approaching 
particles and bubbles, is because reliable and homogeneous references were arranged plurally very close 
to the antibody of interest. 
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From these results, we conclude that our chip and measurement protocol successfully detects antigen- 
antibody reactions by isolating them from non-specific adsorption in an analyte solution that includes a 
number of different foreign substances with no pretreatment. 

3.4. Calibration 

A total of 29 chips (chip 3) were examined to investigate the antigen concentration dependence of 
the SPR signal. 4, 4, 3 and 18 chips were measured for 10, 5, 1 and 0 ug/mL of human IgG (14506) 
in non-homogenized milk. In the SPR measurement, the slope of the sensorgram is proportional to the 
analyte concentration. We evaluate the slope by linear fitting using sensorgram obtained 150 s after milk 
injection. 

Figure 5 shows the relationship between the IgG concentration and slope of the SPR sensorgrams. 
The legend numbers correspond to the antibody numbers in Figure 3. 

Figure 5. Calibration curve of the SPR immunoassay measured with a spiked antigen in 
non-homogenized milk. The relationship between the antigen concentration and the slope 
of the sensorgrams. Specific antigen-antibody pair 12 (squares) and non-specific pairs 10 
(triangles) and 14 (diamonds) are shown in the same graph. A small offset in the horizontal 
axis was used for non-specific pairs to give clear view of the error bar overlaps. The solid 
line in the graph is the result of linear regression analysis applied to the specific pair. 
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The values of antibodies 10 and 14 respectively were plotted with —0.1 and 0.1 ug/mL offsets to see 
the error bars without an overlap. A good linear relationship with a positive slope was obtained only 
with antibody 12 (I4506-I3382 reaction). Other antibodies and enzyme showed no clear positive slopes 
as found with antibodies 10 and 14 (not shown in Figure 5). 
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The linear regression analysis method was applied to all antibodies and enzyme. Table 2 summarizes 
the coefficient of determination R squared and adjusted R squared to judge the goodness of the 
linear fitting. 

Table 2. Coefficient of determination in linear regression analysis method applied to all 
antibodies and enzyme denoted by numbers in Figure 3. 



No. R Squared Adjusted R Squared 



2 


0.011185 


-0.025438 


4 


0.000034 


-0.037002 


6 


0.011498 


-0.025113 


8 


0.005666 


-0.031161 


10 


0.101359 


0.068076 


12 


0.685615 


0.673971 


14 


0.050986 


0.015837 


16 


0.063662 


0.028983 


18 


0.039281 


0.003699 



Both R squared and adjusted R squared of antibody 12 (13382) were about 0.7, which is much larger 
than that of any other antibodies and enzyme. This result confirms that only antibody 12 (13382) could 
detect antigen 14506 with reasonable concentration dependence. The fitting function derived from the 
linear regression was 

y = 0.00229441 + 0.00141756x (6) 

The noise level was defined as the average value at 0 ug/mL, 0.001966, then the detection limit of 
1 ug/mL has an S/N ratio of 2.8. 

4. Conclusions 

We have developed an SPR measurement system (portable instrument and microfluidic immunoassay 
chip) for the on-site immunoassay of real samples. The microfluidic immunoassay chip includes a 
capillary pump consisting of integrated vertical capillary tubes, a thin layer flow channel and a base plate 
immobilized band array of antibodies and enzyme. The capillary pump can allow liquid to flow at an 
almost constant flow rate and when we execute several refill operations by employing manual pipetting. 
The bands of blocking reagent positioned on both sides of the antibodies and enzyme were excellent 
references for removing the non-specific adsorption of foreign substances in real samples. Although the 
sensitivity should be improved, the developed system could perform an immunoassay on a few uL of a 
real sample in several minutes without any pretreatment. 

This system has many advantages for on-site immunoassays. The immunoassay chip was designed 
for single use to prevent cross contamination and the design employed a pipetting operation. Pipetting 
is the simplest and most fundamental method for sampling real samples and transferring them to other 
places. The waste products for one measurement are a pipette chip and an immunoassay chip. There is no 
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need for tube or syringe cleaning and so no cleaning solution is needed unlike in ordinary flow analysis. 
Even if the test sample includes bio-hazardous material, safe operation can be expected because the test 
sample liquid is keep inside the chip after measurement. 

It is necessary to mass-produce immunoassay chips at low cost for use in testing many samples. The 
main parts of this chip were made from inexpensive polymer, and the fabrication methods were also low 
cost. We were able to achieve a combination of inexpensive material and a low cost fabrication method 
because tight sealing is not necessary for this chip since the capillary force exerts negative pressure. 

The microfluidic components were quickly and easily fabricated and the microfluidic design can be 
changed easily to meet a user's request. The choice of biologically sensitive material (antibody, enzyme, 
DNA, aptamer) and its combination allow us to expand the application range. The chip has the possibility 
to be used as a prototype before mass production. 

We expect our immunoassay system consisting of direct injection without a pretreatment sample to 
be widely applied in the fields of medicine, healthcare, food analysis and drug discovery. 

References 

1. Ho, J.A.A.; Wauchope, R.D. A strip liposome immunoassay for Aflatoxin Bl. Anal. Chem. 2002, 
74, 1493-1496. 

2. Kabir, S. Review article: Clinic-based testing for Helicobacter pylori infection by enzyme 
immunoassay of faeces, urine and saliva. Aliment. Pharmacol. Ther. 2003, 17, 1345-1354. 

3. Pal, A.; Dhar, T.K. An analytical device for on-site immunoassay, demonstration of its applicability 
in semiquantitative detection of Aflatoxin Bl in a batch of samples with Ultrahigh Sensitivity. Anal. 
Chem. 2004, 76, 98-104. 

4. Jonsson, C; Aronsson, M.; Rundstrom, G.; Pettersson, C; Mendel-Hartvig, I.; Bakker, J.; 
Martinsson, E.; Liedberg, B.; MacCraith, B.; Ohman, O.; Melin, J. Silane-dextran chemistry on 
lateral flow polymer chips for immunoassays. Lab Chip 2008, 8, 1 191-1 197. 

5. Skottrup, P.D.; Nicolaisen, M.; Justesen, A.F. Towards on-site pathogen detection using 
antibody-based sensors. Biosens. Bioelectron. 2008, 24, 339-348. 

6. Keay, R.; McNeil, C. Separation-free electrochemical immunosensor for rapid determination of 
atrazine. Biosens. Bioelectron. 1998, 13, 963-970. 

7. Charles, P.T.; Gauger, PR.; Patterson, C.H.; Kusterbeck, AW. On-site immunoanalysis of nitrate 
and nitroaromatic compounds in Groundwater. Environ. Sci. Technol. 2000,54,4641-4650. 

8. van Bergen, S.K.; Bakaltcheva, LB.; Lundgren, J.S.; Shriver-Lake, L.C. On-site detection of 
explosives in Groundwater with a fiber optic biosensor. Environ. Sci. Technol. 2000, 34, 704-708. 

9. Sapsford, K.E.; Charles, P.T.; Patterson, C.H.; Ligler, F.S. Demonstration of four immunoassay 
formats using the array biosensor. Anal. Chem. 2002, 74, 1061-1068. 

10. Slavfk, R.; Homola, J.; Ctyroky, J.; Brynda, E. Novel spectral fiber optic sensor based on surface 
plasmon resonance. Sens. Actuat. B: Chem. 2001, 74, 106-111. 

11. Kawazumi, H.; Gobi, K.V.; Ogino, K.; Maeda, H.; Miura, N. Compact surface plasmon resonance 
(SPR) immunosensor using multichannel for simultaneous detection of small molecule compounds. 
Sens. Actuat. B: Chem. 2005, 108, 791-796. 



Sensors 2012, 12 



7107 



12. Kim, S.J.; Gobi, K.V.; Harada, R.; Shankaran, D.R.; Miura, N. Miniaturized portable surface 
plasmon resonance immunosensor applicable for on-site detection of low-molecular-weight 
analytes. Sens. Actual B: Chem. 2006, 115, 349-356. 

13. Huang, J.G.; Lee, C.L.; Lin, H.M.; Chuang, T.L.; Wang, W.S.; Juang, R.H.; Wang, C.H.; Lee, C.K.; 
Lin, S.M.; Lin, C.W. A miniaturized germanium-doped silicon dioxide -based surface plasmon 
resonance waveguide sensor for immunoassay detection. Biosens. Bioelectron. 2006, 22,519-525. 

14. Kurita, R.; Yokota, Y.; Sato, Y; Mizutani, R; Niwa, O. On-chip enzyme immunoassay of a cardiac 
marker using a microfluidic device combined with a portable surface plasmon resonance system. 
Anal. Chem. 2006, 78, 5525-5531. 

15. Hoa, X.; Kirk, A.; Tabrizian, M. Towards integrated and sensitive surface plasmon resonance 
biosensors: A review of recent progress. Biosens. Bioelectron. 2007,23, 151-160. 

16. Gobi, K.V.; Iwasaka, H.; Miura, N. Self-assembled PEG monolayer based SPR immunosensor for 
label-free detection of insulin. Biosens. Bioelectron. 2007,22, 1382-1389. 

17. Rich, R.; Myszka, D. Higher-throughput, label-free, real-time molecular interaction analysis. Anal. 
Biochem. 2007, 361, 1-6. 

18. Kim, S.J.; Gobi, K.V.; Iwasaka, H.; Tanaka, H.; Miura, N. Novel miniature SPR immunosensor 
equipped with all-in-one multi-microchannel sensor chip for detecting low-molecular-weight 
analytes. Biosens. Bioelectron. 2007, 23, 701-707. 

19. Du, M.; Zhou, F. Postcolumn renewal of sensor surfaces for high-performance liquid 
chromatography-surface plasmon resonance detection. Anal. Chem. 2008, 80, 4225-4230. 

20. Yager, P.; Edwards, T.; Fu, E.; Helton, K; Nelson, K; Tarn, M.; Weigl, B. Microfluidic diagnostic 
technologies for global public health. Nature 2006, 442, 412-418. 

21. Bange, A.; Halsall, H.B.; Heineman, W.R. Microfluidic immunosensor systems. Biosens. 
Bioelectron. 2005, 20, 2488-2503. 

22. Stemme, E.; Stemme, G. A valveless diffuser/nozzle-based fluid pump. Sens. Actuat. A: Phys. 
1993, 39, 159-167. 

23. Munyan, J.W.; Fuentes, H.V.; Draper, M.; Kelly, R.T.; Woolley, A.T. Electrically actuated, 
pressure-driven microfluidic pumps. Lab Chip 2003, 3, 217-220. 

24. Dong, L.; Jiang, H. Autonomous microfluidics with stimuli-responsive hydrogels. Soft Matter 
2007, 3, 1223-1230. 

25. Samel, B.; Chretien, J.; Yue, R.; Griss, P.; Stemme, G. Wafer-level process for single-use 
buckling-film microliter-range pumps. J. Micro electromech. Syst. 2007, 1 6, 795-801. 

26. Bianco-Gomez, G.; Glidle, A.; Flendrig, L.M.; Cooper, J.M. Integration of low-power microfluidic 
pumps with biosensors within a laboratory-on-a-chip device. Anal. Chem. 2009, 81, 1365-1370. 

27. Henighan, T.; Giglio, D.; Chen, A.; Vieira, G.; Sooryakumar, R. Patterned magnetic traps for 
magnetophoretic assembly and actuation of microrotor pumps. Appl. Phys. Lett. 2011, 98, 
103505:1-103505:3. 

28. Hosokawa, K; Sato, K; Ichikawa, N.; Maeda, M. Power-free poly(dimethylsiloxane) microfluidic 
devices for gold nanoparticle-based DNA analysis. Lab Chip 2004, 4, 181-185. 

29. Berthier, E.; Beebe, D.J. Flow rate analysis of a surface tension driven passive micropump. Lab 
Chip 2007, 7, 1475-1478. 



Sensors 2012, 12 



7108 



30. Juncker, D.; Schmid, H.; Drechsler, U.; Wolf, H.; Wolf, M.; Michel, B.; de Rooij, N.; 
Delamarche, E. Autonomous microfluidic capillary system. Anal. Chem. 2002, 74, 6139-6144. 

31. Chakraborty, S. Dynamics of capillary flow of blood into a microfluidic channel. Lab Chip 2005, 
5, 421-430. 

32. Du, W.B.; Fang, Q.; He, Q.H.; Fang, Z.L. High-throughput nanoliter sample introduction 
microfluidic chip-based flow injection analysis system with gravity-driven flows. Anal. Chem. 
2005, 77, 1330-1337. 

33. Gervais, L.; Delamarche, E. Toward one-step point-of-care immunodiagno sties using 
capillary-driven microfluidics and PDMS substrates. Lab Chip 2009, 9, 3330-3337. 

34. Lynn, N.S.; Dandy, D.S. Passive microfluidic pumping using coupled capillary/evaporation effects. 
Lab Chip 2009, 9, 3422-3429. 

35. Srivastava, N.; Din, C; Judson, A.; MacDonald, N.C.; Meinhart, CD. A unified scaling model for 
flow through a lattice of microfabricated posts. Lab Chip 2010, 10, 1 148-1 152. 

36. Washburn, E.W. The dynamics of capillary flow. Phys. Rev. 1921, 17, 273-283. 

37. Cesaro-Tadic, S.; Dernick, G.; Juncker, D.; Buurman, G.; Kropshofer, H.; Michel, B.; Fattinger, C.; 
Delamarche, E. High- sensitivity miniaturized immunoassays for tumor necrosis factor [small 
alpha] using microfluidic systems. Lab Chip 2004, 4, 563-569. 

38. Zimmermann, M.; Schmid, H.; Hunziker, P.; Delamarche, E. Capillary pumps for autonomous 
capillary systems. Lab Chip 2007, 7, 119-125. 

39. Delamarche, E.; Bernard, A.; Schmid, H.; Bietsch, A.; Michel, B.; Biebuyck, H. Microfluidic 
networks for chemical patterning of substrates: Design and application to bioassays. J. Am. Chem. 
Soc. 1998, 120, 500-508. 

© 2012 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access article 
distributed under the terms and conditions of the Creative Commons Attribution license 
(http://creativecommons.Org/licenses/by/3.0/.) 



